Background: Present treatments for ventricular tachycardia have significant drawbacks. To ameliorate these drawbacks, it may be advantageous to employ an epicardial robotic walker that performs mapping and ablation with precise control of needle insertion depth. This paper examines the feasibility of such a system. Methods: This paper describes the techniques for epicardial mapping and depth-controlled ablation with the robotic walker. The mapping technique developed for the current form of the system uses a single equivalent moving dipole (SEMD) model combined with the navigation capability of the walker. The intervention technique provides saline-enhanced radio frequency ablation, with sensing of needle penetration depth. The mapping technique was demonstrated in an artificial heart model with a simulated arrhythmia focus, followed by preliminary testing in the porcine model in vivo. The ablation technique was demonstrated in an artificial tissue model and then in chicken breast tissue ex vivo. Results: The walker located targets to within 2 mm by using the SEMD mapping technique. No epicardial damage was found subsequent to the porcine trial in vivo. Needle insertion for ablation was controlled to within 2 mm of the target depth. Lesion size was repeatable, with diameter varying consistently in proportion to the volume of saline injected.
Introduction
The present state-of-the-art treatments for ventricular tachycardia (VT) have significant shortcomings. Antiarrhythmic drugs have undesirable side effects and are both complex and expensive to manage.
1 Implantable cardioverter-defibrillators are expensive, 2 have a limited lifetime before requiring battery replacement, deliver unsettlingly painful therapeutic shocks, and do not prevent reoccurrence.
Successful radio frequency (RF) ablation of VT origin sites and/or reentrant pathways can result in permanent cessation of or significant reductions in VT. 3, 4 However, current VT ablation techniques are complex, and the recurrence rate within 6-8 months can approach 50%. 5 Traditionally, the heart must be electrophysiologically mapped (typically a lengthy and expensive process 6 ) to identify appropriate areas for therapy. Electrophysiologists would prefer to carry out mapping while the patient is in VT because it provides options such as entrainment or activation mapping to locate the VT origin. However, sustained VT often creates hemodynamic instability; many VTs only submit your manuscript | www.dovepress.com
Dovepress

26
Meglan et al present consistent morphology for a few beats. Consequently, recently a more recommended approach has been substrate mapping/ablation, a complex process that broadly targets tissue that may sustain VT: the required ablation is extensive, yet critical VT circuits may still be missed because the precision of the technique is low. In addition, with current technology, electrophysiologists may struggle to create sufficiently deep myocardial lesions while also sparing functional tissue. 7, 8 As a means of ameliorating these shortcomings, the use of a system that uses a miniature robotic walker to perform epicardial mapping and ablation was investigated. Previous studies performed with the walker in limited sample sizes in the porcine model in vivo have demonstrated safe operation, effective locomotion, and myocardial injection. [9] [10] [11] [12] Mapping within this system is performed using a single equivalent moving dipole mapping (SEMDM) technique, 13 which has been used successfully in previous studies to navigate endocardial catheters to within 2 mm of VT arrhythmogenic sites. 14, 15 The same SEMDM signal collection, analysis, and display infrastructure can also facilitate numerous other mapping techniques. If successful in this system, it could offer an improvement over the present difficulty of navigating endocardial catheters, and thereby reduces the rate (currently 6%-8%) of emboli and complications. 16, 17 The system also applies saline-enhanced radio frequency (SERF) ablation; 18 studies of SERF in the literature have demonstrated precise ablations with smooth edges and minimum collateral damage in cardiac tissue. 19 The versatility of the ablation subsystem is enhanced by the inclusion of depth control for the needle electrode.
This paper describes the initial investigations of feasibility of the techniques for epicardial mapping and depth-controlled ablation with the robotic walker. The techniques can be made autonomous in the future, if desired. The mapping technique is demonstrated in an inanimate surrogate heart model with a simulated arrhythmia focus, followed by preliminary testing in the porcine model in vivo. The ablation technique was demonstrated in an artificial tissue model, and then in chicken breast tissue ex vivo (a common model 20 ).
Methods
Robotic walker
The robotic walker is shown in Figure 1 . It is a small and highly flexible probe that can be inserted minimally invasively into the intrapericardial space, typically via subxiphoid access. The width of the walker is 8 mm and the height (from the epicardial surface) is 5.5 mm. Both the "feet," or solid bodies, of the walker are equipped with suction to adhere to the epicardial surface. The locomotion of the walker is generated by three stepper motors housed outside the body of the patient; their force is transmitted to the walker feet by three flexible nitinol push-wires combined with a polyethylene over-sheath. Locomotion is accomplished by alternating the application of suction to the two feet, while also alternating pushing and pulling on the flexible push-wires. Suction is limited to 400 mmHg for safety of the tissue. In the present study, the walker was equipped with electrodes for mapping and ablation. The bipolar electrodes for mapping are visible in Figure 1B . The needle electrode for ablation extends and retracts through the distal foot into the tissue; the needle is visible in Figure 1A and B.
Mapping technique
There are numerous electrophysiological mapping techniques that are used to identify VT origination sites. Here, a novel mapping technique is used to enable simplified, direct identification of isolated arrhythmia sites of interest. The mapping technique is based on the SEMDM method, which uses an 8×8 
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Mapping and ablation with a robotic walker array of electrodes placed on the chest to collect time-based electrocardiogram data to locate a concentrated charge front (eg, reentrant circuit exit point or arrhythmogenic origin) in three dimensions relative to the array in "sensor space" using an inverse solution guidance algorithm (ISGA) 14 based on a single equivalent moving dipole (SEMD) model. 21 There is a portion of the cardiac cycle in which electrical activity in VT stemming from myocardial infarction is sufficiently localized that it can be approximated by an SEMD. The ISGA estimates the forward potential at each body-surface electrode using an infinite-volume conductor model and performs a search that minimizes an objective function comparing the predicted values to the measured values at each electrode to find the SEMD parameters that best fit the data.
14 Complete details can be found in Lee et al. 14 This algorithm then provides a navigation vector to guide the walker to the arrhythmia focus. SEMDM is chosen because the walker can be navigated to the target directly in the "image space," obviating registration of the walker to the target in real space, which introduces error. 14 Likewise, because the walker is navigated in the same coordinate frame as the computed dipole, heartbeat and respiratory motion will not disturb the navigation performance.
Ablation technique with depth control
The ablation system is designed to insert a needle electrode to a specified depth and then perform ablation. A heated SERF ablation system was by created using a closed-loop-feedback heater and a computer-controlled syringe from New Era Pump Systems, Inc. (Farmingdale, NY, USA) for the saline injection. This allowed delivery of specific injection volumes and temperatures through the needle.
A stainless steel 29 Ga needle (AN 3529 Unifine, Owen Mumford, Oxford, UK) was cut to 10 mm and 1 m of 32 AWG magnet wire was soldered to the needle base 2 mm from the end. This construct (outer diameter 0.337 mm) was press-fitted into a 1 m long polyether ether ketone (PEEK) shaft (Zeus, Orangeburg, SC, USA) with a 0.33 mm internal diameter. The 1 m flexible shaft can contain only 0.34 mL, so little saline is needed to prime the system. The needle within the distal walker body can be seen in Figure 1B . A friction wheel connected to a servo drives the PEEK shaft through a polytetrafluoroethylene guide sheath 1 m long, through the walker, and into tissue. The sheath prevents the shaft from buckling, so that movement of the shaft is transferred out to the tip.
Needle depth was measured through impedance changes between the needle tip and a nearby electrode, a technique that has been used previously in cardiac mapping systems. 22 For evaluation, three of the walker's electrodes were connected to a commercial impedance meter (879B, BK Precision, Yorba Linda, CA, USA) while the fourth conductor from the impedance meter was attached to the needle. With a pair of electrodes on the walker maintaining a microamp, sinusoidal (100 Hz-100 kHz) current between them, the other (needleincluding) pair was used to detect the resulting voltage. The output response itself was nonlinear with insertion depth, but approximately linear when plotted versus (1 3 / distance) to account for the approximate tissue volume that the impedance measurement signal transverses.
For this proof of concept, RF ablation was carried out using a Radionics RFG-3C RF Lesion Generator System (Radionics Inc., Burlington, MA, USA), originally designed for neurosurgery, adapted to work with the 32 Ga needle electrode. The 32 Ga magnet wire carries sufficient power to produce 50°C at the needle while maintaining the small, flexible form factor needed for the tether of the walker. The temperature of 45°C-50°C is appropriate to ensure cell death without causing structural damage. 
Notes:
Eight equally circumferentially distributed vertical rows of eight silver-plated screws were placed through the cylindrical polycarbonate tank wall (31 cm diameter ×38 cm height). Using de-identified CT data from an average-sized male heart, a mold was 3D-printed and then filled with (translucent) ballistics gelatin doped with 1% salt to create a surrogate heart model with surface stiffness and electrical conduction similar to myocardium. This heart was mounted on a nonmetallic post that was attached to the tank floor to place it in the middle of the saline-filled tank. The external surface of the tank was covered with grounded aluminum foil to minimize noise. The robotic walker is shown on a mounting stick, used to ensure consistent contact with the heart, in the absence of a pericardial sac. A radio frequency ablation catheter (not shown) was used as an artificial arrhythmia source. Abbreviations: CT, computed tomography; 3D, three-dimensional. and a dipole pair of electrodes were placed on the walker. Because of the lack of a pericardial sac, a nonferrous X-Y-Z slider was used to keep the walker in place along the surface of the heart model. A pair of silver conductors 1 mm apart was wrapped around the walker to eliminate the "insulator effect" of the walker body (Figure 3 ), improving accuracy.
As an initial evaluation in vivo of the feasibility of the mapping capability, an open chest experiment in the porcine model (N=1) was performed under a protocol approved by the MIT Committee on Animal Care, in conformity with the Guide for the Care and Use of Laboratory Animals. 24 A large (30-45 kg) crossbred swine was used. After standard singlelumen endotracheal intubation, a surgical plane of anesthesia was maintained with isoflurane, 1%-3%. The animal was placed in the supine position. Invasive hemodynamic and arterial blood gas monitoring was performed throughout the procedure. Median sternotomy was performed, and a 2 cm incision was made in the pericardial sac. The walker was placed manually on the epicardium and moved about on the heart surface for ~15 min while being located by SEMDM (Figure 4) .
To test the ablation system, initial experiments were performed in conductive ballistics gelatin. For convenient visualization of lesions, the gelatin was mixed with albumen, which turns white at 60°C. 25 Lesions were generated in the gelatin with varying power levels <5 W, having application times ranging from 15 to 120 s.
Testing of ablation at different depths in tissue was performed in chicken breast tissue ex vivo, soaked in 0.9% saline. In these tests, the ablation needle was inserted into the tissue to form a series of lesions that were along a line placed parallel to what would become the cut face of the tissue after all lesions were created. For needle depth sensing, impedance was monitored at 100 kHz, as this gave the clearest signal and the least variation between trials. Power application time was set at 120 s and maximum electrode temperature at 60°C on the Radionics generator. The amount of heated saline (50°C) was varied at 0.0, 0.5, 1.0, 1.5, and 2.0 mL. At each of these five volumes, seven sets of three lesions were generated, with needle depth varied at 2, 5, and 10 mm.
Results
Mapping
In all trials on the gel heart model, the walker was able to navigate to within 1 mm of the dipole source. Figure 5 presents sample results. Table 1 summarizes mapping results in the artificial model.
In the feasibility test in the porcine model in vivo, the walker was successfully located by the mapping system throughout the trial. No adverse hemodynamic or electrophysiologic events were observed during operation. No gross epicardial or pericardial damage was observed along the trajectory of the walker.
Ablation
The needle depth sensing response was approximately linear (Figure 6 ). Needle insertion depth was reliably measured using impedance across multiple locations. In all cases, 
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Mapping and ablation with a robotic walker needle insertion was controlled to within 2 mm of the target depth.
In the ballistics gelatin mixed with albumen, lesion size reached a limit at ~120 s of power application, which is consistent with prior studies. 
Discussion
SEMDM requires data from only a few beats of VT to analyze dipole pose; walker-based pacing can be used to initiate and terminate VT. In practice, position and orientation of the walker can be determined in the same sensor space by using the electrodes embedded in the walker to pace the heart without initiating VT. The walker can then be guided to the arrhythmia origin dipole while the patient is in sinus rhythm. The SEMDM "sensor space" is distorted by factors such as variable chest anatomy, but the errors decline as the distance between the walker and target decreases. To increase accuracy, if needed, the walker can pause and relocate itself periodically. Because the patient is in VT only for the initial localization of the arrhythmia dipole, the candidate pool of VT patients for the proposed procedure can be larger, since current ablation therapy for VT is limited to the small portion of patients who are hemodynamically stable under VT. Trials with an endocardial catheter have shown that SEMDM can be used to precisely navigate in vivo to an arrhythmogenic site; 15 the results from the present study suggest that this should be feasible also epicardially with the robotic walker. It should be noted that the same system, either alone or in conjunction with a skin-surface electrode, could also be used to generate a number of other electrophysiological maps used to target VT morphology, such as local abnormal ventricular activity maps. 26 One of the walker's key advantages in treating arrhythmias is its ability to specifically and immediately target and denature relevant tissue located by the SEMDM approach. The tests reported here demonstrated delivery of saline at 40°C-50°C to the ablation site without meaningful temperature loss. By varying saline temperature, volume, RF power intensity, and RF duration, considerable versatility is possible in the geometry and magnitude of the lesions created. This, combined with achieving measurable insertion depths within the myocardium, allows lesions to be applied from the endocardial to epicardial surface, varying from locally targeted effect to transmurality. This study is merely an initial proof of concept for these mapping and ablation techniques. Considerable further research is required before such techniques are ready for clinical application. Future work needed includes improvement of the robustness of the hardware, development of techniques for avoidance of coronary vasculature when placing the needle electrode, 27 and studies of these techniques in vivo with more realistic animal models of VT, as well as adjustment of ablation parameters such as power, temperature, and volume of saline to be injected, and length of needle electrode to be used. The values of these parameters can be adjusted in order to optimize the time required for ablation, within the limits imposed by safety considerations. Mapping of areas of the heart with steps of, for example, 2 mm, can be performed by the walker in roughly 5 s per step with the alpha prototype, but greater speed will be possible in the future with use of higher quality motor systems.
Conclusion
These are preliminary results, which require much further study. The experiments performed in this study showed somewhat promising results, primarily ex vivo, for the general feasibility of the concept of SEMDM and SERF for VT using the epicardial robotic walker approach. These results suggest the feasibility of an integrated platform for automated navigation, mapping, and delivery of therapy in a single compact unit. 
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